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Ultimately the scale will be used to measure 30B cylinders (described in ANSI N14.1, Uranium Hexafluoride Packaging for Transport) containing uranium hexafluoride. These cylinders have a nominal tare weight of 1,400 lb and a maximum net weight of 5,020 lb. Adding the weight of the cart or sled it is riding on, gives a range of interest of ~1,800-7,000 lb. With regard to the portal monitor, the decision was made to focus prototype efforts only on 30" product cylinders for the following reasons:
UF6 product is sometimes contained in 48" cylinders, but these are used only for internal transfers-not shipments. Feed and tail cylinders are routed separately from product cylinders Optimizing for smaller 30B cylinders places the enrichment panels closer to the source of radiation The scale will be more accurate if calibrated over a smaller range It is cheaper to design a prototype to handle one type of cylinder A plant where PNNL has performed cylinder testing in the past uses a similar floor scale to measure 30B cylinders with high accuracy. In their setup, the scale is housed in a temperature-controlled, outdoor shed. Cylinders are taken singly from the storage yard into the shed where weighing and assay measurements are performed. Any cylinder that differs by more than 2 kg from the declared weight is considered suspect. A working standard is used before each batch to verify the calibration.
The IAEA's portable load-cell-based weighing system (LCBS) was developed for the Agency by the U.S. National Bureau of Standards through the U.S. Program of Technical Assistance to IAEA Safeguards (POTAS). The Agency's load cell is portable and capable of weighing 10-15 cylinders an hour. It has a declared accuracy of 1:3,000, but this is rarely attained in the field. Partly this is due to the fact that the device takes a good deal of abuse in the field and is not always maintained properly. Flexures, attached above and below the load cell are bulky and are not always employed, resulting in further inaccuracies.
Scale Calibration
Steve Loomis of Mettler-Toledo tested the calibration of the scale using the methods outlined in NIST Handbook 44 on October 27, 2008. He used 1,000 lb. reference weights for his testing. 1 A linearity and hysteresis test was performed in 8 steps.
2 The scale was zeroed and then successively loaded to 2,000, 4.000, 6,000, and 8,000 lb. It was then unloaded in 2,000 lb increments back to zero. All measured readings were within ± 1 lb. of the declared weight.
Weight Applied
Indicated Reading (lb) (lb) 0 0 2,000 2,000 4,000 4,000 6,000 6,001 8,000 8,001 6,000 6,001 4,000 4,000 2,000 2,000 0 0 A corner load test was performed immediately after the calibration to determine the effect of successively shifting an applied weight of 4,000 lb between all four quadrants. The scale measured 4,000 lb in two positions and 4,001 lb in the other two. The results of the Mettler Toledo test were:
Maximum Error 1 lb, allowable error 5 lb Calculated measurement uncertainty-1.7 lb.
The floor scale did not require any adjustments.
Test Weight Calibration
PNNL had six 1250 lb test weights suitable for performing scale tests, but their weights required confirmation. Energy Northwest assayed the PNNL test weights using their now-calibrated scale on October 30, 2008. They first checked the calibration performed two days earlier using a pallet loaded with NIST "F" load weights. The pallet itself was first weighed (50.0 lb) and then weights were loaded onto it.
While measuring the first few weights, scale drift 3 was noted. Energy Northwest compensated for the drift by reapplying their pallet of reference weights. A significant problem noted during calibration of these weights was indicated drift over short periods of time. The cause was subsequently ascribed to the scale's location. It was directly adjacent to the roll-up door where weights were being cycled in-and-out using a forklift. The rapid temperature change had apparently affected the load cell response. The vendor frequently re-zeroed the scale, but it undoubtedly affected the calibration.
Scale Test Performed by PNNL
The first attempt to test the scale using the check weights calibrated by Energy Northwest was on October 31, 2008. The roll-up door was again opened to provide maneuvering room for the forklift, but the rush of cold air caused the indicated weight to shift by one pound in the first 25 minutes. A second attempt was made the following day, and this time the door remained closed throughout the procedure.
The first set of weighings were performed by placing the eight check weights in two stacks on opposite sides of the scale starting with one on the left-hand side, one on the right-hand side, the third on the left, and continuing till all eight were on the scale. The second set of weighings was performed with the check weights by placing them in two stacks on opposite sides of the scale starting on the right-hand side.
The third set of weighings placed them all in one stack on the center of the scale.
A location test was then performed to check for corner error. Check weights # 1 and # 2 were alternately placed on the front and back of the scale to view the variation. A second location test was performed moving the weights from side-to-side. 
Temperature Test
Lastly, a temperature test was performed by placing a bag of ice on each corner of the scale, directly above the individual load cells. Weights # 1 and # 2 were placed in the center of the scale. The results were dramatic. The indicated reading dropped about 16 lb in twenty minutes.
Summary/Conclusions
The statistical analysis of all measurements is in the appendix, but some general points should be made regarding this test. First, it was compromised by the location of the scale. The only area obtainable for testing was directly adjacent to a roll-up door, which was raised to allow for passage of the forklift carrying the test weights during the calibration check performed by Mettler-Toledo, and during the calibration of the PNNL test weights by Energy Northwest. The drift was noted while performing these activities, but there was no alternate access portal available on the cold morning that the check weights were calibrated. This resulted in inaccurate check weight values; although, the inaccuracy was slight and probably represents real-world conditions better than the more accurate values that could have been obtained from a careful laboratory test.
IAEA guidance in International Target Values 2000 for Measurement Uncertainties in Safeguarding
Nuclear Materials, ESARDA Bulletin No. 31 , suggests random and systematic, relative one-sigma uncertainty estimates of 0.05% for weights. The random relative error standard deviation can be readily used as an estimate of one-sigma relative random uncertainty. (Oftentimes the observed relative bias is taken to be a one-sigma estimate of relative systematic uncertainty.) In this manner the respective relative and systematic relative uncertainties based on this loading study are 0.020% and 0.057%. The random component is well within the IAEA load cell idealized value while the systematic component is slightly high.
In spite of the temperature-related errors that generated the larger systematic component in the study, the scale is quite accurate as demonstrated by Mettler-Toledo a few days prior to the PNNL test when weather conditions were more clement. The systematic error falls slightly short of the International Target Values for IAEA/EURATOM load cells, but those values are idealized numbers obtainable in carefully controlled settings, but they are not achieved routinely in the field, especially in outdoor locations.
Analysis during the scale qualification study resulted in the following observations. 1) Averaged over all true weight levels, the absolute error mean/bias and standard deviation were respectively 2.18 lb. and 0.78 lb. The latter could be used as a one-sigma absolute random uncertainty in variance propagation applications, and the former as a one-sigma absolute systematic uncertainty.
2) Averaged over all true weight levels, the relative error mean/bias and standard deviation were respectively 0.057% and 0.020%. The latter could be used as a one-sigma relative random uncertainty in variance propagation applications, and the former as a one-sigma relative systematic uncertainty.
3) For the relative case under the previous point, the magnitude of the estimated random uncertainty is less than the IAEA target value 0.05%, that is, for a relative random error one-sigma uncertainty. However, the estimated systematic uncertainty is larger than that same IAEA target value for systematic uncertainty, and the systematic being nearly three times as great as the random is disconcerting. It is clearly due to a persistent positive bias. (See the discussion on the outside temperatures and roll-up door above.)
4) The measurement error variability was partially due to differences caused by a) the various magnitudes of the true weights measured, b) whether the odd standard (when an odd number of standards was used) was placed on the left stack, the right stack, or the center, and c) whether the last standard moved prior to weighing was added or removed. If these sources of variability were held at constant levels, then the random uncertainty estimates above would be reduced by about two-thirds.
5) For the true weight range from about 4000 to 8000 pounds, the most appropriate error models based on these measurements would result in a one-sigma relative random uncertainty of about 0.01%, and a one-sigma absolute systematic uncertainty of about 2.5 lb. At lesser weights appropriate error modeling is not as obvious.
6) In examining performance at different platform locations, little difference was observed from side-to-side or on the front of the platform, but measurements were about a pound less at the back location.
7) Placing ice on the scale platform had a dramatic effect on weighings over the time the ice was there. In about 15 minutes the absolute measurement bias dropped from +2.5 lb. to about -14.0 lb and then remained constant at that level for about another ten minutes, at which time the measuring ceased.
Overall, the Mettler-Toledo load cell performance was accurate, but it is apparent that it cannot be used in an area that experiences rapid temperature changes over short periods of time. The hanging load cells the IAEA and Euratom currently use also drift with temperature when used outdoors or in an open bay, but inspectors zero it between each cylinder measurement, or about every three minutes. Since the portal monitor load cell will be used in unattended mode, the IAEA cannot depend on frequent re-zeroing of the scale.
From an operator's perspective there is no advantage to using either a hanging load cell or a floor scale. Both require his participation, but there is less risk to the cylinders if they do not have to be held in the air for the duration of each measurement. Table 1gives the weights recorded as standards were added or removed. Units are in pounds. Six different groupings of standards were generated in this manner, and they are given in the first column. The associated "true weights" are then given in the second column. The same progression of adding and removing standards was followed in each of the three sections of that table top to bottom; this sequence was specified in the proposed procedure.
Appendix
Scale Performance by True Weight
When an even number of standards were used, they were placed in two even stacks from left to right on the scale platform and centered front to back. When an odd number of standards were used, the odd one was placed on the left-hand stack in the top of the three groupings; on the right-hand stack in the center grouping; and centered on the platform/stacks in the bottom grouping. "Absolute differences" are computed from the previous table by subtracting the true weights from the weighing results. Ideally these "errors" would be close-to and average zero indicating no measurement bias. "Relative differences" are computed from the absolute differences by dividing by the true weight and multiplying by 100. That is, they are the measurement errors expressed as a percent of the true weight.
The following table gives the mean (bias) and standard deviation for each group of 9 measurements for each standard grouping (that is, for each true weight). The 9 values are obtained by combining the three sections of the previous table. Again the units for the absolute difference mean and standard deviation are pounds; and for the relative difference mean and standard deviation, the units are percent. So at the smallest true weight, in the first row of the table, the mean absolute difference for the nine measurements was 0.92 pounds with a standard deviation of 0.27 pounds. Thus the scale was reporting larger values than the true weight for a positive bias on average. This could be an inaccuracy in the scale or in the stated values of the standards. Similarly, for the relative differences, the bias is 0.074% with a standard deviation of 0.022%.
The final column expresses the magnitude of the bias relative to the variability observed in the various groups. This is a t-distribution value that indicates the "statistical significance" of the mean bias. A value of about 3.0 or more (or -3.0 or less for a negative bias) for a t-distribution value would indicate a statistically significant bias. Since the values here range from about 10 to 22, the biases at each true weight are all statistically quite significant. However, these are again statistically significant biases as indicated by the summary information on the following page (and in the bottom right cell in the above table). In particular the red font information on the following page reflects this significance. The top numbers are again the t-distribution values while the bottom numbers are the associated "levels of significance". The smaller this latter number is, the more significant the bias. In the figures to the right, the bias would not be significant if the red vertical line were reasonably within the blue curves, which is not at all the case here.
If absolute error were considered the more appropriate performance model for the scale, that is, if the scale error were unrelated to the true weight being measured, then the absolute difference standard deviation could be used for random error variability propagation in material balance evaluations. Every weighing, regardless of the true weight being measured, would have associated with it a random uncertainty of 0.78 pounds (one-sigma). The absolute difference bias is also sometimes used as an estimate of systematic error variability. In this manner, a one-sigma bias of 2.18 would be applied to every measurement, and this would compound over the many weighings made, since it is assumed constant for all measurements made on the scale. However, having a systematic uncertainty component that is three times the random uncertainty component would be poor measurement practice. The bias is quite significant here, and corrective action to reduce it would be preferred.
If relative error were instead deemed more appropriate, then the percentage bias and standard deviation would be applied as a percent of the particular measured value obtained. This was discussed earlier in the comparison to the IAEA uncertainties. At a particular site, measurement control or MC&A personnel would have to use such information (and ongoing measurement control data) to decide how to generate measurement uncertainties for variance propagation for material balance or shipper-receiver-difference evaluations.
Scale performance is shown to be different for the 1000-3000 lb range than for the 4000-8000 lb range. If measurements are generally made in the higher range, it would be reasonable to use a relative onesigma uncertainty of 0.008% based on dashed box on the relative difference standard deviation plot (second from the top on the right). Results are pretty stable at that level for the 4000-6000 lb range.
On the other hand, an absolute one-sigma systematic uncertainty of 2.5 pounds is reasonably constant over that range as indicated by the dashed box in the top left plot.
However, different uncertainties should probably be applied if weighings are made in the lower 1000-3000 lb range. The major issue here would be addressing the statistically significant bias. Useful information for this might be given in subsequent results shown later in this write-up for the environmental studies.
Absolute Difference Mean (pounds)
Relative difference If the variability between the measurements we've examined were considered excessive, the modeling results on the following page could be used to identify potentially controllable factors that contribute to this variability. If some were found to be important sources of variability, their greater control could lead to less variability and reduced uncertainty estimates. In our case, our uncertainties are less than those stated by the IAEA, so the following information is not of extreme importance.
Three potential sources of variability are considered. The first is the variation between the true weight levels which has already been commented on. The second is whether the placement of the odd standard at left, center, or right makes a difference, that is, any differences between the three major areas in the Table  1 . The third is whether the last standard moved was an addition to the stacks or a removal. Again such movements were specified in the proposed weighing procedure, and each weighing can thereby be identified as an addition or removal of a standard.
For absolute differences on the following page, note the cluster of red font values associated with the three factors. These are F-statistic distribution values and again their levels of significance. Since each of the F-values is relatively large, with small significance levels, each of the factors would be considered a statistically significant source of variability.
Note the first red font value 0.01594. This is the mean-square-error of the model with these three factors, that is, the statistical variance that remains after the variability due to the three factors is removed. Its square root, the root-mean-square-error, is the associated standard deviation. This value is 0.23 pounds. This can be compared to the overall absolute difference standard deviation of 0.78 pounds discussed earlier. Thus much of that original variability is indeed explained by the variability due to these three factors. But based on the magnitudes of the F-values, the final factor (addition/removal of standards) is not as important as the true weight factor or the left/center/right location of an odd standard.
Note however that the left/center/right factor is probably confounded with time. That is, all the left's were done first, then the right's, and then the center's, if the proposed procedure was followed. And when the subsequent tables of means for this factor are considered, the means do increase from the left-hand-side to right-hand-side to center, the same order in which they were performed, so some suspicion on what actually caused these changes is warranted.
Analogously, and also on the next page, for relative differences the original standard deviation of 0.020% is reduced to the square root of 0.000051, or 0.007%.. 
Absolute Difference Analysis of Variance
Location Effects
The following weighings were done with the same set of standards but while varying locations from front to back and side to side as indicated. The vertical extents of the green diamonds in the following figure represent confidence intervals for the means of the absolute differences. Any two that do not intersect vertically with each other would be considered statistically different. The two side locations and the front do not differ significantly, but the back location is indeed different. The same is shown for the relative differences.
Oneway Analysis of Absolute difference By Location
Oneway Anova 
Summary of Fit
Environmental Effects
The final test involved the impact of environmental changes. Ice bags were placed on the scale platform, with the ice tare weight subtracted from the weighing results. Alternatively a space heater was placed near the scale platform. The amount of time that these environmental influences were present was recorded as successive weighings were made. The rather dramatic impacts are shown in the following. The left figure shows the absolute difference changes over time caused by ice (blue curve) and heat (red curve); the right figure is the same for relative differences. Horizontal axes are the time in minutes that the effect was applied.
Absolute Difference Relative Difference
For the absolute differences, a persistent positive bias is again shown under the heat case, but it does decrease slightly over time, possibly as the heater impact is felt. The effects are much more dramatic for the ice impact. In that case, the approximately 2.5 pound absolute difference positive bias is eventually decreased to a negative bias of about 14 pounds after about 15 minutes, after which the weighings remain stable. These results are so dramatic that no statistical summary of "significant differences" is needed.
Relative difference results show the similar pattern with an initial 0.1% positive bias eventually decreasing to nearly a negative 0.6% bias.
Clearly such environmental factors need to be reasonably controlled in a production environment. It was suggested that in opening and closing a bay door in the study area, with considerably colder temperatures outside than indoors, the study might have been impacted, in particular in the initial generation of the true weights. This could have been the source of the persistent bias observed.
